SUPERVISOR TEST

DATAMASTER dmt: 109207
Date: 12/04/2008
Time: 11:56:01

Cperator Name:

JOHN C CHRISTY
Certification #: DMT000014
Agency: SCLED000O

Solution Lot #: 08103
Solution Bottle #: 0023
Soluticn Expiration Date: 08/21/2010

BLANK TEST 0.00
INTERNAL STANDARD VERIFIED
EXTERNAL STANDARD (33.99°C) 0.291
EXTERNAL STANDARD (33.98°C) 0.290
EXTERNAL STANDARD (33.99°C) 0.290
EXTERNAL STANDARD (33.99°C) 0.290

EXTERNAL STANDARD (33.99°C) 0.290
BLANK TEST 0.00
N=25

Nominal = 0.300 g/210L

Average = 0.2902

Std Dev = 0.0004
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